regularly recorded activity of the brea
—vertheatietr——— — - - ' —- ,
(6) The referenced instrument is certified for evidentiary use in the State of Alaska.

Scientific Director
ate Breath Alcohol Progrgm

Commission Expires with Office

VERIFICATION OF CALIBRATION REPORT

of DataMaster cdm Breath Test Instrument SEP 0 8 2008

State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130112 o

Supervisor/Operator Performing the Verification Procedure:

2 ) v
Name _ Bruce Smith Jr D¢ 3522  Dae 7/99

A

Instrument Location Wrangell Police Department, 431 Zimovia Highway

Agency _ Wrangell Police Department Phone #_(907) 874-3304
e

- AkoSNX J72 923 .  TagetVae ,080. / High Pressure 35O

s J/
Alco Test Values 085 + OF; é

1* Alco 2 Alco,

/
Signature ﬁ\ Cg(%

U/V

(OVER)

(Do Not write in the area below)

I, Nita J. Bolz, after being first duly sworn, depose and state as follows: .

(1) I'am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) Iam the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
th alcohol program performed by a person trained and qualified to conduct the

olz

jorp befdre me this l day o 2009.

BT9 06/03




VERIFICATION OF CALIBRATION REPORT
of DataMaster cdm breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N 130112 «

(CONTINUED FROM FRONT PAGE)

C TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
o ‘ FLASKR DEPARTVENT OF PUBLIC SRFETY
LOSKR DEPRRTIENT OF PUBLIC SRFETY DATRASTER cda 138112
DATANISTER cda mm o
SEPTEGRR 81, 2009 \(Q\Q TIFE 21118
(PERATIR'S WRE: — DIRGHISTIC CHECK —
SHITH R, BRULE ¥
i .
S ST -
o SOFTRRE DWTE: R/el
oL ¥ 817345
OEPT/AGENCY: WR6L HEATERS
CASE REPORT ! (0890009 SPLE CHMEER: &«
TEST THRE: U Y BREATH TUEE: e
LD TRRGET URLLE: 968 .
0D SN UINg BOROMETER: 5 in
— EREATH AHLYSIS — FLOV DETECTIR: K
408 FOWSTED FOR 3955 in PP
mmm ,g %}?} HIGH SPEED: o
e oo 4 . m |
in R A
e S8 12 ww W
s N B/ o
a_&%( msr'ﬁ i T CRLIERATION: o

PRINTER TEST
VRO JBLT4567852 5¢=YTABCDEFE
HI LIRS TULURYZIN . abcdeddhi Jk 1ano
| carshumyzii -l
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